Cine balanced steady-state free precession (SSFP) is the most widely used sequence for assessing cardiac ventricular function at 1.5 T because it provides high signal-to-noise ratio efficiency and strong contrast between myocardium and blood. At 3 T, the use of SSFP is limited by susceptibilityinduced off-resonance, resulting in either banding artifacts or the need to use a short-sequence pulse repetition time that limits the readout duration and hence the achievable spatial resolution. In this work, we apply wideband SSFP, a variant of SSFP that uses two alternating pulse repetition times to establish a steady state with wider band spacing in its frequency response and overcome the key limitations of SSFP. Prospectively gated cine two-dimensional imaging with wideband SSFP is evaluated in healthy volunteers and compared to conventional balanced SSFP, using quantitative metrics and qualitative interpretation by experienced clinicians. We demonstrate that by trading off temporal resolution and signal-to-noise ratio efficiency, wideband SSFP mitigates banding artifacts and enables imaging with approximately 30% higher spatial resolution compared to conventional SSFP with the same effective band spacing. Cine MRI has been established as a gold standard for the noninvasive assessment of cardiac ventricular function and wall motion (1-3). In clinical practice, the assessment of left ventricular (LV) function includes global measures such as stroke volume, ejection fraction, and cardiac output and regional measures such as wall motion and wall thickening. These assessments require an accurate extraction of the endocardial and epicardial contours. At 1.5 T, balanced steady-state free precession (SSFP) (4,5) is the imaging sequence of choice because it provides (1) strong and uniform contrast between blood and myocardium and between myocardium and epicardial fat, (2) high signal-to-noise ratio (SNR) efficiency, and (3) short acquisition times. Compared to gradient echo approaches, SSFP is less dependent on inflow enhancement, which allows for improved delineation of papillary muscles, trabeculae, and the atrioventricular and semilunar valves (6).
Cine MRI has been established as a gold standard for the noninvasive assessment of cardiac ventricular function and wall motion (1) (2) (3) . In clinical practice, the assessment of left ventricular (LV) function includes global measures such as stroke volume, ejection fraction, and cardiac output and regional measures such as wall motion and wall thickening. These assessments require an accurate extraction of the endocardial and epicardial contours. At 1.5 T, balanced steady-state free precession (SSFP) (4, 5) is the imaging sequence of choice because it provides (1) strong and uniform contrast between blood and myocardium and between myocardium and epicardial fat, (2) high signal-to-noise ratio (SNR) efficiency, and (3) short acquisition times. Compared to gradient echo approaches, SSFP is less dependent on inflow enhancement, which allows for improved delineation of papillary muscles, trabeculae, and the atrioventricular and semilunar valves (6) . At 3 T, although cardiac imaging can benefit from increased SNR with respect to imaging at 1.5 T (7, 8) , the use of balanced SSFP for cardiac imaging is fundamentally limited by its sensitivity to off-resonance. Steadystate sequences exhibit signal nulls in their frequency response with periodicity 1/pulse repetition time (TR). The increased susceptibility effects and amplitude of static field inhomogeneities at higher field strengths broaden the off-resonance distribution and demand shorter TR in order to avoid banding artifacts from the signal nulls (9) . Schär et al. (10) demonstrated that TR 3.8 ms was needed to avoid banding artifacts in a group of 13 healthy volunteers. A short TR leads to limited spatial resolution as a direct result of the limited usable readout time, which can affect the accuracy of cardiac function assessment. In clinical settings, the TR could be even more limited for patients with implants, sternal wires, etc. and may require a larger band spacing in order to produce artifact-free images. To achieve adequate spatial resolution without introducing banding artifacts, more general solutions are needed for high-field cardiac MRI.
Alternating TR SSFP methods have been recently developed, which modify the spectral response of SSFP by modulating the repetition times and using specially designed phase-modulation schemes (11) . Wideband SSFP is one such alternating TR scheme that uses 0-p phase cycling to widen the central band spacing and relax the TR limitation (12) . It allows for a flexible tradeoff of the high SNR of 3 T SSFP for an increased bandwidth (up to 2Â) and has the ability to suppress banding artifacts in cardiac imaging for a desired spatial resolution. In this work, we apply wideband SSFP to the imaging of LV function at 3 T and demonstrate reduced banding artifact and improved spatial resolution, while retaining the advantageous features of SSFP (speed, contrast, SNR efficiency). We implemented prospectively gated cardiac cine wideband SSFP pulse sequences and performed several tests to examine the reduction of banding artifact, improvement in spatial resolution, and relative SNR efficiency compared to conventional SSFP. Wideband SSFP was able to use a longer readout window than conventional balanced SSFP before banding artifacts became apparent. We demonstrate that wideband SSFP can be used with a TR larger than 5 ms, which can support submillimeter spatial resolution with conventional gradient hardware. Finally, clinical interpretation of complete multislice LV function studies revealed that wideband SSFP increased the number of LV segments that could be assessed and improved overall image quality.
THEORY
Wideband SSFP uses two alternating repetition times (TR and TR s ) and alternating radiofrequency (RF) phase (0-p) to establish an oscillating steady state with an improved spectral response. This spectral response has null-to-null band spacing of approximately 2/(TR þ TR s ) (12) , which is larger than the band spacing of conventional SSFP (1/TR) when TR s < TR. The signal magnitude on resonance when using wideband SSFP can be expressed as a function of flip angle a, T 1 , T 2 , and the afactor, defined as TR s /TR (12):
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The a-factor in the multislice LV function studies ranged from 0.53 to 0.73, which gives wideband SSFP an average of 25% increase in band spacing over balanced SSFP with the same imaging TR.
MATERIALS AND METHODS

Experimental Methods
In vivo experiments were performed on a commercial 3-T scanner (Signa Excite HD; GE Healthcare, Waukesha, WI), with gradients supporting a maximum amplitude of 40 mT/m and maximum slew rate of 150 mT/m/ms. The body coil was used for RF transmission and an eightchannel cardiac phased-array coil was used for signal reception. The receiver bandwidth was set to 6125 kHz (4 ms sampling). Localized shimming was performed with the shim volume placed over the left ventricle. A scout sequence with varying frequency offset was used to identify optimal receiving frequency (13) . Two-dimensional cine images were obtained with sequential k-space segmentation. Electrocardiography gating was used and subjects were instructed to hold their breath at a comfortable exhaled position during each image acquisition. In total, 12 healthy subjects (nine male/three female, age 26-35 years) were scanned during initial testing of the methods and for the experiments described below. Written informed consent was provided before each scan and with an imaging protocol approved by our institutional review board. Data were only collected during TR, and not TR s . As a result, while keeping the total scan time unchanged, the temporal resolution of wideband SSFP cine data was lower than that of conventional SSFP by a factor of (1 þ a). In all studies, image contrast-to-noise ratio (CNR) was calculated as SNR blood À SNR myocardium . Signal intensity was measured as the average magnitude over region of interests in myocardium and LV blood pool at both end-diastolic and end-systolic phases (14) . Noise was measured as the signal standard deviation outside the body.
Numerical Simulations
Numerical simulations based on Eq. 1 were performed in Matlab to determine blood and myocardium signal intensity as functions of flip angle and a-factor. T 1 /T 2 values used in simulations were 1100/40 ms for myocardium and 1500/140 ms for blood at 3 T (10). RF excitation profile of a sinc pulse was taken into consideration to more accurately estimate the signal intensity of a real imaging slice. CNR between wideband and balanced SSFP were then calculated from the simulated signal curve.
Evaluation of Off-Resonance Artifacts
In two healthy subjects, balanced SSFP and wideband SSFP CINE loops from a mid short-axis scan plane were obtained with 20 different TR s and TR combinations (TR ranged from 3.6 to 6.0 ms, and a-factor ranged from 0.25 to 1). The scan parameters were field of view ¼ 30 cm, in-plane resolution ¼ 1.2 Â 1.2 mm 2 (256 Â 256 acquisition matrix), slice thickness ¼ 8 mm, flip angle ¼ 30 . The total scan time was 16 R-R intervals.
Evaluation of the Achievable Spatial Resolution
In two healthy subjects, balanced SSFP and wideband SSFP cine loops were obtained from a three-chamber scan plane, with different spatial resolutions in the readout direction. The imaging TR was set to the minimum according to the desired number of readout points, and the TR s in wideband SSFP was chosen so that a null-to null band spacing in the frequency response was 300 Hz. Table 1 contains the matrix size, spatial resolution, TR, TR s , and band spacing of each scan. The remaining scan parameters were field of view ¼ 30 cm, slice thickness ¼ 8 mm, flip angle ¼ 30 , with total scan time of 12 R-R intervals.
Complete LV Function Examinations
In eight subjects, a complete set of short-axis cine loops (eight to 10 slices) was obtained using wideband SSFP and conventional SSFP. Imaging parameters were field of view ¼ 32 Â 28.8 cm 2 , in-plane resolution ¼ 1.25 Â 1.8 mm 2 (256 Â 160 acquisition matrix), slice thickness ¼ 8 mm, flip angle ¼ 45
. Imaging TR was set to the minimum according to the desired readout matrix size and ranged from 3.8 to 4.3 ms in different subjects. TR s in wideband SSFP was chosen so that the null-to-null band spacing was 300 Hz. The total scan time was 10 R-R intervals, with temporal resolution $30 ms for balanced SSFP and $50 ms for wideband SSFP. Simulations suggest that with these parameters the null-to-null spacing is 312 Hz for wideband SSFP and 250 Hz for SSFP.
Three physicians experienced in the use of cardiac MRI evaluated the multislice studies in a double-blinded fashion with a two-step approach. At the first step, each physician was then asked to consider each subject separately and select which acquisition provided better image quality, or indicate equivalent quality. The better image series was then assigned the rank 1, and the other was assigned 0. At the second step, the images were graded based on a segment-by-segment basis with the 16-segment model (15) . Each of the 16 covered segments (apex was excluded from analysis) was graded on a four-point scale, as follows: 3 ¼ no artifact present, 2 ¼ artifact present but does not adversely affect assessment of wall motion, 1 ¼ artifact present and partially obscures assessment of wall motion, 0 ¼ artifact present and totally obscures assessment of wall motion. A signed rank test was then used to compare the wideband and balanced SSFP image artifact scores across all eight subjects and a total of 128 segments, with the null hypothesis that scores of both sequences have equal median. and 90 , the wideband SSFP CNR is approximately 70% of that of balanced SSFP. Figure 2 contains numerical simulations of blood/myocardium CNR for the LV function imaging protocol as a function of a-factor. Blood/myocardium CNR is reduced as a-factor decreases. For a ¼ 0.75 and 0.5, the CNR of wideband SSFP is estimated to be 84% and 64% of that of conventional balanced SSFP, respectively.
RESULTS
Numerical Simulations
In Vivo Evaluation of Off-Resonance Artifacts Figure 3 shows LV images (end diastolic frames from CINE loops) acquired with balanced and wideband SSFP with different TR s and TR values. Dotted and dashed lines represent the contour of equivalent-band spacing in the spectral response. As expected, the banding-related artifacts increase with TR, and the SNR decreases with a-factor. A band spacing >250 Hz can eliminate most severe flow transient artifacts (as the white arrows indicate), which is consistent with literature reports that the off-resonance bandwidth across the human heart on commercial 3-T systems is approximately 260 Hz (7). Table 2 contains CNR measurements from images with TR ¼ 3.6 ms and 4.0 ms. In the magnitude images, the signal outside of the body has a Rayleigh distribution. Its standard deviation was used as noise magnitude for SNR and CNR calculation. The average CNR of wideband SSFP with a ¼ 0.75 and 0.5 was 88% and 71% of that of balanced SSFP, respectively, and is comparable with values predicted by numerical simulation. Images with longer TR were not used for this comparison, because signal measurement was complicated by the presence of *In all cases, the minimum possible TR was used. TR s in wideband SSFP was chosen such that the band spacing was at least 300 Hz. Figure 4 shows wideband SSFP and conventional balanced SSFP three-chamber images with different spatial resolutions. As the readout matrix was getting larger, the required TR was also longer. At a spatial resolution of 0.8 Â 1.6 mm 2 , wideband SSFP still maintained a homogeneous signal across the ROI while artifacts in balanced SSFP increased with TR and obstructed the visualization of LV walls and the valves. Wideband SSFP images avoided these severe artifacts. With reduction in CNR, it provided a consistent image quality when TR was increased.
In Vivo Evaluation of the Achievable Spatial Resolution
Complete LV Function Examinations Figure 5 contains samples of multislice short-axis image sets obtained with wideband SSFP and conventional balanced SSFP. Both sequences showed high contrast between blood and myocardium. The average blood-myocardium CNR was 40 for balanced SSFP and 32.3 for wideband SSFP.
The average image quality ranks for each sequence and each reviewer are listed in Table 3 . Average rank shows about 70% of the time, wideband SSFP produces an image that is preferable to the reviewers. A histogram depicting the difference of wideband and balanced SSFP myocardial segment scores is shown in Fig. 6 . Both sequences have an average score between ''no artifact present'' and ''artifact present but does not adversely affect assessment of wall motion.'' The signed rank test revealed that for all three reviewers, wideband SSFP images had higher scores than balanced SSFP (P < 0.05) over a total of 128 LV segments, indicating a reduction in artifacts with wideband SSFP that improves wall motion assessment.
DISCUSSION
We observe that an imaging sequence with band spacing <250 Hz can easily suffer from substantial off-resonance artifact across the heart at 3 T, which is consistent with the literature reports that the off-resonance across left ventricle at 3 T is approximately 260 Hz (7) and can be even larger for the whole heart. Thus, in order to ensure the accurate depiction of myocardial contours, a band spacing !300 Hz is preferred. In conventional balanced SSFP, this means a TR 3.4 ms, whereas by shortening TR s in wideband SSFP, the imaging TR can be extended to up to more than 4.2 ms, and we have demonstrated this increased TR in vivo. Since a longer TR is allowed, spatial resolution can be improved with wideband SSFP while providing reasonable SNR and CNR. As shown in Fig. 4 , image quality is preserved by modifying TR s to maintain sufficient band spacing while extending the readout window for higher spatial resolution. A submillimeter three-chamber image was achieved by wideband SSFP without introducing severe off-resonance artifact. Multislice wideband SSFP images also showed reduced artifacts for a fixed scan parameter set (see Fig.  5 ), which can provide more reliable assessment to LV function and help to improve the diagnostic quality of cardiac function examinations at 3 T.
In the single-slice scans we performed, a ¼ 0.75 provided a CNR that was 88% of balanced SSFP, and a ¼ 0.5 provided a CNR that was 71% of balanced SSFP. The amount of reduction was less than theory predicted. There are two possible sources for the underestimation of blood signal. First, magnetizations can generate fluctuating signals before they are fully stabilized. The estimation was based on steady-state signal equations. However, ventricular blood is in fact a pulsatile flow, and it is often in transient state during image acquisition. The image SNR then becomes a complex mixture of multiple transient states that are partial T 2 -weighting and deviate from the predicted value. This blood inflow may also contribute to the increase in CNR when imaging TR is longer. The second source is the amplitude of RF field variation in the region of interest (16) . In some areas, the spins may not experience a 30 excitation as we prescribed. The variance in flip angles changes the resulted signal intensity and contrast in a nonlinear fashion with respect to both flip angles and a-factor.
Another consideration is the fact that RF heating is increased in wideband SSFP sequences. In order to maintain SAR within the safety limits during a steady- Table 1 ).
state scan, the flip angle often has to be reduced, which leads to suboptimal SNR. A flip angle of 45 was used in the multislice LV function imaging conducted in this study. As depicted in Fig. 1 , there is no significant change in blood/myocardium CNR for flip angles between 45 and 90 , so the CNR was not substantially affected by the lowered flip angle. However, because of the additional TR s in wideband SSFP sequences, the number of RF pulses needed to obtain a complete cine series is doubled compared to conventional balanced SSFP (when the same temporal resolution is desired). Depending on the scan condition, the flip angle of wideband SSFP might have to be further reduced. Possible solutions to reduce SAR include implementing variable rate selective excitation (17) excitation pulses and parallel transmission techniques (18), which we did not attempt in this study.
During all the scans in this study, the wideband SSFP has a lower temporal resolution compared to balanced SSFP, while spatial resolution and total breath-hold time were kept the same. This can be compensated for by using parallel imaging without increasing total scan time, when autocalibration signals are acquired during the currently unused short TR s (19) . The TR s signal can 6 . Distribution of artifact score differences (wideband minus conventional) from all myocardial segments and all reviewers. The scale was 3, no artifact present; 2, artifact present but does not adversely affect assessment of wall motion; 1, artifact present, partially obscures assessment of wall motion; 0, artifact present and totally obscures assessment of wall motion. A signed rank test was applied and determined that wideband SSFP scores have a higher median than balanced SSFP scores, with P < 0.05.
also be used for self-navigation, therefore eliminating the need for breath holds during cardiac scans (20) .
CONCLUSIONS
We have demonstrated improved cardiac ventricular function imaging at 3 T, using a cine wideband SSFP pulse sequence. By trading off temporal resolution and SNR efficiency, wideband SSFP is able to reduce off-resonance artifact and provide higher and more consistent image quality for cardiac function assessment compared to conventional balanced SSFP of the same spatial resolution. We achieved 0.8 Â 1.6 mm 2 in-plane resolution in single-slice three-chamber imaging and 1.25 Â 1.8 mm 2 in-plane resolution in multislice short-axis LV function imaging, without major artifact. Compared to balanced SSFP, wideband SSFP images received better average scores for overall image quality and local artifact level, as assessed by three independent reviewers. The ability to increase readout duration also makes it possible to acquire high-resolution images or implement timeefficient acquisition schemes (21) , which may be used to shorten the length of breath holds or to perform freebreathing real-time imaging. Our preliminary results demonstrate the feasibility and improved image quality of wideband SSFP for cardiac function imaging at 3 T.
